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BACKGROUND The newer-generation ultrathin (<70-mm)
strut drug-eluting stents have improved the outcomes by
reducing the risk of restenosis, stent thrombosis, and
myocardial infarction (MI) or possibly death as compared
with second-generation thin-strut drug-eluting stents.
Moreover, in the meriT-V trial, the biodegradable polymer
ultrathin (65-mm) strut BioMime sirolimus-eluting coronary
stent system (Meril Life Science Pvt. Ltd., India) was proven
noninferior to the durable-polymer everolimus-eluting stents
(XIENCE family). Hence, the present global study sought to
evaluate safety and efficacy of ultrathin strut BioMime siro-
limus-eluting coronary stent system in all-comers real-world
patients from Bulgaria, Czech Republic, Hungary, Korea,
Kuwait, Malaysia, the Netherlands, Portugal, Saudi Arabia,
Slovakia, Spain, Sri Lanka, Taiwan, and Ukraine.
METHODS The MILES-Global was a multicenter, prospective,
single-arm, open-label study enrolling 520 patients globally.
The safety endpoint was rate of subacute stent thrombosis in
presence of dual-antiplatelet therapy. The efficacy endpoint
was cumulative major adverse cardiac events, composite of
cardiac deaths, MI, and target lesion revascularization.
RESULTS Mean patient age was 64.12 � 11.14 years; 29% had
diabetes, 51.3% had dyslipidemia, 38.1% had multivessel
disease, 14% had previous percutaneous coronary interven-
tion, and 18.3% had previous MI. Mean length of 615 Bio-
Mime-treated lesions was 21.99 � 12.64 mm and 47.80% were
classified as B2/C. The primary endpoint of cumulative major
adverse cardiac events up to 12 months (from 410 patients
reaching 12-month follow-up) occurred in 9 patients (2.20%),
including 1 (0.24%) with cardiac death, 3 (0.73%) with MI, and
5 (1.22%) with target lesion revascularization. There was no
case of stent thrombosis up to 12 months.
CONCLUSION The outcomes of MILES-Global study demon-
strated favorable safety and efficacy of ultrathin strut Bio-
Mime sirolimus-eluting coronary stent system in all-comers
real-world patients.
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